Reconstruction of Hyman's second pacemaker.
Though journal articles and newspaper reports suggest that three Hyman pacemakers existed or were intended; a patent, descriptive photographs and a written description of an earlier model and only a photograph of a later model exist. A replica of the earlier has been made based on the patent and description, and a new replica of the second based on a critical deconstruction and analysis of the photograph of the second with a modern circuit duplicating the function of the earlier circuit. Both replicas were "operational" in that stimuli were mimicked though not delivered and neither could under any circumstances actually resuscitate the heart. The design and construction of the second Hyman pacemaker are presented.